A comparison of polyclonal antisera to pregnanediol 3 alpha glucuronide obtained from three different rabbits and their use in ELISA.
The variation in the estimates of urinary pregnanediol glucuronide obtained by ELISA with 12 polyclonal antisera has been assessed. Of the 12 antisera, eight gave values comparable with each other and could be used interchangeably in the ELISA. Thus a large stock of polyclonal antibody which gave consistent values was generated and can now be used in diagnostic ELISA over a long period of time. This procedure is more economical than the development of monoclonal antibodies for the same purpose.